[A device for scanning electrophoregrams].
A microprocessor analyzer for electrophoregram scanning on cellulose acetate film, agarose and polyacrylamide gels has been designed. The principal characteristics of the device: scanning time 20 seconds, size of the analyzed plate 140 x 110 mm, scanning length 65-85 mm, maximal number of analyzed fractions 10. Analysis and recording of the results takes up to 1 min.